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ABSTRACT
In this paper, we asked if it is possible to iden-
tify the best primers and reaction conditions based
on improvements in reaction speed when optimiz-
ing isothermal reactions. We used digital single-
molecule, real-time analyses of both speed and ef-
ficiency of isothermal amplification reactions, which
revealed that improvements in the speed of isother-
mal amplification reactions did not always correlate
with improvements in digital efficiency (the fraction
of molecules that amplify) or with analytical sensitiv-
ity. However, we observed that the speeds of ampli-
fication for single-molecule (in a digital device) and
multi-molecule (e.g. in a PCR well plate) formats al-
ways correlated for the same conditions. Also, dig-
ital efficiency correlated with the analytical sensi-
tivity of the same reaction performed in a multi-
molecule format. Our finding was supported exper-
imentally with examples of primer design, the use
or exclusion of loop primers in different combina-
tions, and the use of different enzyme mixtures in
one-step reverse-transcription loop-mediated ampli-
fication (RT-LAMP). Our results show that measur-
ing the digital efficiency of amplification of single-
template molecules allows quick, reliable compar-
isons of the analytical sensitivity of reactions under
any two tested conditions, independent of the speeds
of the isothermal amplification reactions.
INTRODUCTION
The detection and quantification of nucleic acids using
quantitative polymerase chain reaction (qPCR) amplifica-
tion (1,2) has been well established, with published guide-
lines for protocol optimization (3,4), interpretation of reac-
tion kinetics, and accurate results reporting (5–9). Isother-
mal amplification is an alternative approach for nucleic
acid amplification that does not require temperature cy-
cling (10–12).Many isothermal amplification techniques al-
low rapid amplification reactions (13,14), do not require
expensive equipment for thermocycling, allow both simple
visual and fluorescence-based multiplex readouts (15–18),
and have the potential to improve diagnostics in point-of-
care and limited-resource settings (19). Nucleic acid quan-
tification using real-time isothermal amplification has been
described in many methods, including RPA (20), LAMP
(18), NASBA (21), and RCA (22), by interpreting the stan-
dard dilution curves of exponential amplification profiles,
an approach similar to the well-established one used in
qPCR.
Microfluidic methods have contributed to shorter am-
plification reaction times (23) and reduced reaction vol-
ume, and enable digital quantification as an alternative to
real-time (kinetic) quantification (24–26). When the digital
method is applied to PCR, absolute and reliable quantifi-
cation can be achieved (27–30). Reliable quantification via
digital methods has also been shown for some isothermal
amplification reactions, such as RPA (31), RT-LAMP and
LAMP (32,33), and RCA (34). In the digital amplification-
on-a-chip format, a solution containing templates is loaded
into a device with multiple wells at a low enough volume
that each well is likely to contain either 0 or 1 template
molecule. Every individual template that amplifies gives
rise to a fluorescent signal in its separate well. The num-
ber of positive wells can then be counted optically to de-
duce starting concentration of the target nucleic acid. If all
loaded template molecules amplify, absolute quantification
is possible, but this only occurs in well-optimized amplifi-
cation reactions (28). However, even if not all loaded tem-
plate molecules amplify, digital quantification still provides
precise comparisons of the relative template concentrations
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(35). The key parameter for evaluating the performance of
an amplification reaction is its ‘digital efficiency,’ the per-
centage of templates that successfully amplify from the to-
tal template pool. Digital efficiency impacts assay accuracy
(the ability to accurately quantify a loaded number of tem-
platemolecules), and impacts analytical sensitivity (the abil-
ity to detect even a small number of template molecules in a
reaction)––the standard parameters in the ‘Minimum Infor-
mation for Publication of Quantitative Real-Time PCR Ex-
periments’ (5). The limit of detection (LOD) of any analyt-
ical procedure considers the background signal (36), there-
fore high analytical sensitivity requires low false positive
signal, together with the best performance. LOD is gener-
ally expressed as the analyte concentration corresponding
to the sample blank value plus three standard deviations.
High sensitivity is critical for the practical use of isother-
mal amplification chemistries. For example, to detect HIV
viral load at 50 copies/ml of blood plasma (37,38) with
no more than the 100–200 l of plasma obtained from a
fingerprick in limited resources settings, the method of de-
tection should be sensitive enough to reliably detect 5–10
molecules of HIV RNA in a reaction. In this paper, we uti-
lize the SlipChip digital platform (31,35,39), which allows
both single-molecule amplification (39) and real-timemoni-
toring of amplification reactions for each templatemolecule
(40) (Figure 1). We selected a digital platform because it is
robust and it has been well-characterized and validated (24–
25,27–35,39), specifically on SlipChip devices with endpoint
and real-time imaging (31,32,35,39,40).
During optimization, primer variants and reaction con-
ditions must be compared empirically to ensure the nu-
cleic acid sequences of interest are being detected reliably
through amplification. While PCR approaches for selecting
the best conditions are well-standardized (41), guidelines
for optimizing isothermal amplification reactions are not as
well developed. As a rule, in qPCR the best primer pair will
yield the product with the lowest average quantification cy-
cle, Cq (the PCR cycle at which a target is quantified) at
equal template concentrations and under identical experi-
mental conditions (41). In qPCR systems, the Cq value is
dependent only on amplification efficiency, the number of
starting template copies, and background fluorescence. The
best primer pair also provides the highest possible analyti-
cal sensitivity in amulti-molecule format (e.g. in a PCR tube
or well plate) and the highest possible digital efficiency in a
digital format.
Reaction speed would seem to be an attractive criterion
of efficiency when estimating isothermal amplification re-
action performance (42) as well as when testing primers
(43) and conditions (44) during optimization, as it is more
convenient than performing dilutions and determining the
LOD, the template concentration that can be detected with
reasonable certainty, e.g. 95% confidence (5) for each con-
dition. However, this approach, widely used in qPCR, had
not been rigorously tested for isothermal reactions, and
we predicted that it may not hold for isothermal reactions
due to differences in the way isothermal reactions proceed.
While isothermal amplification is ‘chained,’ similar to PCR,
and exhibits exponential kinetics, there are no cycles de-
fined by temperature. In qPCR, all the steps of amplification
are time-synchronized and the number of cycles is counted
rather than the absolute time of the reaction being mea-
sured. Time is allotted for each process (denaturation, an-
nealing, elongation) in each cycle; if this time is sufficient
for each process to complete, one will often not detect any
minor differences in the efficiency of each process for am-
plification of different copies of the template molecule. In
contrast, in isothermal reactions all biochemical events take
place in parallel and the total time of the reaction is mea-
sured rather than the number of cycles. Thus, we hypoth-
esized that changes in kinetics of any of the processes will
more noticeably affect the time to threshold in isothermal
reactions, compared to qPCR.
There are many factors that could theoretically affect
speed and analytical sensitivity in isothermal amplifica-
tion reactions. Consider these three examples. First, some-
times more than one enzyme is used simultaneously (e.g.
in NASBA (21), strand displacement amplification (SDA)
(45), helicase dependent amplification (HDA) (46), isother-
mal and chimeric primer-initiated amplification of nucleic
acids (ICAN) (47) and all reverse transcription isothermal
amplifications are performed in one step, such as in one step
RT-LAMP (48,49)). Some of these co-occurring biochemi-
cal reactions could influence each other in isothermal reac-
tions (similarly to how reverse transcriptase inhibits ampli-
fication in the non-isothermal reaction RT-PCR (50)). Sec-
ond, sometimes numerous annealing events have to be co-
ordinated to prevent them from competing with each other
(e.g. in LAMP). Some annealing events influence the speed
of isothermal reactions dramatically, e.g. the annealing of
turn back primers (43,51), which is required for amplifi-
cation, and the optional annealing of loop primers (13)
and stem primers (52) in LAMP. Although the products of
amplification from the extensions of two additional loop
primers in LAMP do not contribute to the pool of expo-
nentially amplifying DNA sequences nor are they required
for the basic amplification mechanism (48), their presence
is known to improve reaction sensitivity (13). Stem primers’
effect on amplification reaction sensitivity has not been ad-
dressed in publications. Third, the absence of multiple de-
naturation steps in isothermal amplification reactions sug-
gests that reaction speed would be dependent on the tem-
plate’s innate secondary structures. Thus, an isothermal re-
action’s speed and analytical sensitivity are related in amore
complex way than in PCR and cannot be predicted a priori.
We hypothesize that each component of an ongoing
isothermal amplification reaction may potentially affect the
reaction in one of the following ways: (i) it may limit the re-
action’s speed (the time it takes for an amplification reaction
to produce a threshold level of signal), (ii) it may influence
each single templatemolecule’s ‘fate’ (whether it is amplified
giving rise to a detectable signal, or lost from the amplifica-
tion chain) thus affecting the analytical sensitivity or (iii) it
may affect both the fate and the rate of amplification events.
When isothermal amplification reactions take place in a
multi-molecule format (e.g. in a PCR tube or well plate) it
is difficult to identify whether a change in time to thresh-
old observed upon a change in primers or reaction condi-
tions is the result of a larger fraction of templates ampli-
fying (improved ‘fates’) or a change in reaction rate only
(Figure 1A). In contrast to a multi-molecule format, digital
experiments would separately measure the ‘fate’ (expressed
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Figure 1. A schematic comparison of isothermal amplification in a tube (A), and in a digital single-molecule microfluidic device (B), responding to a change
in conditions during optimization. (A) Increased non-digital reaction speed may either indicate a faster amplification of a few successful molecules and
their products, or suggest that more template molecules initially participated in exponential amplification––indicating therefore an improved analytical
sensitivity. Each template molecule is shown as a blue wavy line, and the accumulation of the amplification product is indicated as the solid red curves on
the graphs. (B) The digital single-molecule method allows for independent measurements of reaction rate and analytical sensitivity during amplification of
each template molecule (or lack thereof) within each well (squares in the gray device) to give rise to amplification product (blue-filled squares in the device
and solid blue curves on the graphs).
as digital efficiency) of template molecules, allowing a more
sensitive reaction design (Figure 1B). Real-time imaging of
singe-molecule amplification in each well measures both the
change in ‘fates’ and also change in amplification ‘rates’
(expressed as time to positive) as a result of a new primer
or reaction condition. Here, we asked whether accelerating
isothermal amplification reactions in a multi-molecule for-
mat in response to an introduced change in conditions al-
ways reflects improved analytical sensitivity and digital ef-
ficiency. This is an important question to answer in order
to determine whether the standard qPCR approach using
kinetics comparisons (speed of amplification) to find the
best primers and conditions is also applicable to isothermal
reactions. In this paper, we tracked amplification of single
template molecules of HCV 5′ UTR RNA in real time un-
der several different RT-LAMP conditions, and compared
these observations to data on real-time multi-molecule am-
plification reaction speeds performed in a well plate.
MATERIALS AND METHODS
Chemicals and materials
All common reagents were purchased from commercial
sources with the exception of RTx Bst 2.0 enzyme mix-
ture (provided by New England Biolabs, NEB). Commer-
cial reagents used were the same as described in Sun et al.
(35), with the exception of SUPERase-InTM RNAase In-
hibitor (Ambion byLife Technologies, Carlsbad, CA,USA)
and Ultra-Pure distilled DNAses and RNAses free water
(Invitrogen by Life Technologies, Carlsbad, CA, USA).
RNA template
AcroMetrix R©HCV-S panel RNAwas extracted either with
the QIAamp Viral RNA Mini Kit (QIAGEN Inc., Valen-
cia, CA, USA) or with Maxwell R© 16 Viral Total Nucleic
Acid Purification Kit (Promega, Madison, WI, USA) ac-
cording to the manufacturer’s instructions. Nucleic acid ex-
tractions were immediately diluted using Ultra-Pure dis-
tilled DNAses and RNAses free water (Invitrogen), parti-
tioned into about 100 separate 10 l aliquots and stored
at −80◦C. Each 10 l aliquot was further diluted and re-
aliquoted to use as a template in RT-amplification. RNA
fragment sequence was determined using RT-PCR reaction
and Laragen Inc sequencing services. RNA concentrations
were estimated through dRT-PCR as described below.
Estimation of HCVRNA concentration using dRT-PCR am-
plification on the SlipChip device
HCV viral RNAwas added to the RT-PCRmix, which con-
tained the following: 20 l of 2X SsoFast EvaGreen Super-
Mix, 1.0 l of each PCR primer (10 M), 2.0 l of BSA so-
lution (20mg/ml), 1.0l of SuperScript R© IIIReverse Tran-
scriptase, 1.0 l of SUPERase-InTM RNAase Inhibitor, 13
l of nuclease-free water, and 1l of template solution. RT-
PCR primers used for HCV RNA template quantification
were described previously (39,53). The amplifications were
performed using SlipChip devices and a custom built real-
time instrument, using the following protocol: an initial 15
min at 50◦C was applied for reverse transcription, then 2
min at 95◦C for enzyme activation, followed by 40 cycles of
1 min at 95◦C, 30 s at 55◦C and 45 s at 72◦C. Images of all
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1280 wells on each device were acquired for each cycle at
72◦C. After the final cycle, a final elongation step was ap-
plied for 5 min at 72◦C. This thermal cycling program was
applied to all real-time digital experiments except for those
donewith end-point read-out on the PCRmaster cyclerma-
chine (Eppendorf) where 33 cycles were selected as a single
end-point imaging cycle. End-point readout was done as de-
scribed previously (39). At least six RT-PCR amplification
reaction replicas on SlipChip devices were done to deter-
mine RNA concentration, and this concentration was used
as a reference for all the future experiments.
Real-time measurements and real-time digital measurements
To confirm that time to threshold values (Cq) in a digi-
tal format correlates with the Cq in a multi-molecule for-
mat, we used custom-built real-time instrument imaging
and software that allowed us to observe the process of am-
plification in each well initially containing a single template
molecule. SlipChip devices have been used most often to
see only the end-point amplification in each well. Here, we
used real-time imaging of the chip (Supplementary Figure
S1A) (40) to track the amplification progress of each well in
real time and record amplification curves (Supplementary
Figure S1B), as described below. We used digital measure-
ments of digital efficiency, real-time digital measurements
of both digital efficiency and reaction rates, and then com-
pared these results to real-time kinetic measurements per-
formed in a well plate, done in parallel for each condition
tested. Due to heterogeneity among the rates of amplifica-
tion of different molecules (Supplementary Figure S2) the
reported ‘time to positive’ in the digital experiments was se-
lected as the time to a fluorescent signal in a first positive
SlipChip device well (or the first few wells when they show
a positive signal simultaneously), which is immediately fol-
lowed by the appearance of a subsequent series of signals
from other positive wells. During the selected times of the
reactions, no false positive signals from the negative con-
trols ever appeared for all the primers tests used.
Fabrication and design of the SlipChip devices
SlipChip devices were fabricated, cleaned, assembled, and
loaded as described previously (32,54). Each device con-
tained a total of 1280 wells etched to a depth of 55 m for
a loading well volume of 3 nl on each side (6 nl when de-
vice is loaded from both sides); however, devices were al-
ways loaded from one side and the second half was filled
with oil and used for a thermo-expansion volume (55).
Real-time digital imaging
Real-time digital experiments were performed on a custom-
built instrument that uses a Bio-Rad PTC-200 ther-
mocycler with a custom machined block for thermal
control/incubations at chosen temperatures. The block has
a flat 3 in x 3 in area that accommodates microfluidic de-
vices. The excitation light source was a Philips Luxeon S
(LXS8-PW30) 1315 lumen LED module with a Semrock
filter (FF02–475). Image Acquisition was performed with
a VX-29MG camera, a Zeiss Macro Planar T F2–100mm
lens, and a Semrock filter (FF01–540) for emission.
Real-time digital analysis
Acquired images were analyzed using custom LabVIEW
software. The data were analyzed by first creating a mask
that defined the location of each reaction volume in the de-
vice. The masked spots were then used to extract the aver-
age intensity information of each digital well over the course
of the experiment. Threshold was then manually set as half
the height of the averaged and background-corrected maxi-
mum intensity, and the time to positive of each reaction was
determined as the interpolated point at which the real-time
curve crossed the defined threshold. Poisson statistics were
used in automated software calculations of the loaded tem-
plate concentrations, based on the percentage of wells that
showed template presence.
RT-LAMP primer design, and primer sets used
For primer design we used Oligo 7.0 software (Molecular
Biology Insights, Inc., Cascade, CO, USA); alignment of
available HCV 5′ UTR sequences was done using Geneious
6.1.6 software (Biomatters Ltd, Auckland, NZ) to select the
most conserved fragments to position the 5′ and 3′ ends of
FIP and BIP. HCV 5′ UTR fragment of interest secondary
structure has been evaluated at different temperatures us-
ing NuPack, as RNA and as both single strands DNA form
(56).
We followed recommendations on LAMP primer design
from the Guide to LAMP Primer Designing on the EIKEN
web site (57) and used the primers in recommended rela-
tive concentrations ranges (48). A few primer variants were
experimentally tested via digital efficiency evaluation, and
compared with HCV ‘best published primers’ (BPP) from
the literature (58). We designed back primers (BIP, loopB
and B3) ourselves and we modified the BPP set forward
primers (FIP, loopF and F3) to place the important primer
parts into the most conservative HCV sequence alignment
fragments. We tested all planned primer alterations for for-
ward and back primers independently, introduced them one
by one, and measured the relative change in digital effi-
ciency for at least three replicates, and used the BPP set
performance in dRT-LAMP as a reference. We selected the
primers with the highest digital efficiencies in dRT-LAMP
amplification reactions and we named this set ‘digitally op-
timized primers’ (DOP):
 BIP 5′-TTGGGCGTGCCCCCGCAAGTTTTCAGTA
CCACAAGGCCTTTCGCGACC-3′
 FIP 5′-TCCAAGAAAGGACCCGGTCTTTTTCTGC
GGAACCGGTGAGTAC-3′
 LoopB 5′-CTGCTAGCCGAGTAGTGTTG-3′
 LoopF 5′-GTCCTGGCAATTCCGGT-3′
 F3 5′-CCTCCCGGGAGAGCCATAG-3′
 B3 5′-GCACTCGCAAGCACCCTATC-3′
The same DOP set, modified to determine four circu-
lating HCV genotypes by incorporation inosine bases, was
used previously (40).
Four variants of DOP set were designed for testing
the correlation of the speed and sensitivity of isother-
mal amplification. Through elongation of the F1c
part of FIP, we designed ‘long FIP’ (LFIP) primer 5′-
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GGTTGATCCAAGAAAGGACCCGGTTTTTCTGC
GGAACCGGTGAGTAC-3′ to use in a model DOP-
LFIP primer set. Through elongation of the B1c part
of BIP primer we designed ‘long BIP’ (LBIP) primer
5′-GAGATTTGGGCGTGCCCCCGCAAGTTTTCAGT
ACCACAAGGCCTTTCGCGACC-3′ to use in a model
DOP-LBIP set. The variants of the DOP sets ‘no loop
F’ (DOP-NLF) and ‘no loops’ (DOP-NL) were used to
test the effect of loop primer presence on the speed and
sensitivity of amplification. The DOP-NLF set was the
same as the DOP but the loopF primer was excluded (only
loopB primer was present). The DOP-NL set was the same
as the DOP set but lacked both loopB and loopF primers.
RT LAMP primers and conditions
Digital RT-LAMP using SlipChip devices, and RT-LAMP
in well plates were performed with all the primer set vari-
ants in one step as described previously (40), with the fol-
lowing modifications: We used 1.7 l of enzyme in 40 l
of total reaction mixture instead of 2 l, and standard 3 l
of Acrometrix HCV-s RNA template solution (or nuclease-
free water for negative controls). In all the primer sets,
both the B3 and B2 parts of BIP served as gene-specific
primers for reverse transcription. Enzymes tested were: (i)
EM (EIKEN), used for all the experiments, and (ii) a mix of
Bst 2.0 (NEB) with an experimental lot of RNaseH active
thermostable reverse transcriptase Rtx (NEB) used only for
one experiment to compare different enzymes (Figure 5).
Amplification products detection was performed with cal-
cein (FD) (EIKEN). Real-time bulk RT-LAMP data anal-
ysis was done as described previously (40).
RESULTS
To test whether reaction rate and digital efficiency always
correlate in the case of isothermal reactions, we used dig-
ital amplification on SlipChip to reanalyze two common
approaches believed to improve performance of LAMP:
(i) selecting primers in the recommended melting temper-
ature (Tm) ranges to ensure correct annealing order (48),
and (ii) using loop primers to increase speed and sensitiv-
ity (13). First, we used the digital optimization process de-
scribed in this paper to optimize a set of primers, which
we call ‘digitally optimized primers’ (DOP). In the compar-
isons of speed and efficiency, we compared this DOP set to
four other primer set variants: DOP with an elongated BIP
primer (DOP-LBIP), DOP with an elongated FIP primer
(DOP-LFIP), DOP with no loopF primer (DOP-NLF),
and DOP with no loops (DOP-NL). We also tested for
a correlation between digital efficiencies and rates of re-
actions performed with each of two variants of reverse-
transcriptase/Bst polymerases enzymes mixtures.
The effect of turn back primers (FIP and BIP) on amplifica-
tion speed and sensitivity
We compared the reaction rates and digital efficiencies of
reactions using DOP and those using either the DOP-LBIP
primer set or the DOP-LFIP primer set. The rationale for
this experiment is that we assumed that the order of the
Figure 2. Diagram of annealing events during RT-LAMP amplification.
Synthesis of cDNA starts either from the B3 primer or from the BIP primer
(which consists of B2 and B1c fragments). The RNA template is degraded
throughRNAseH activity of reverse transcriptase. Afterward, competition
between different primers’ annealing occurs, affecting the ‘fate’ of each
cDNA molecule and its products (i.e. whether they will remain in or be
excluded from the pool of amplifying molecules). F1 and B1 annealing
should occur before the F2 and B2 annealing, and B2 and F2 annealing
should occur before B3 and F3 annealing for optimal amplification.
primer annealing in a LAMP reaction strongly affects dig-
ital efficiency (Figure 2). Ideally, F1c and B1c anneal first,
F2 and B2 anneal second, and F3 and B3 anneal last. These
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Figure 3. Comparison of time to positive and RT-LAMP reaction efficien-
cies for the ‘digitally optimized primers’ (DOP) set and the elongated BIP
and FIP sets (DOP-LBIP and DOP-LFIP) through real-time measure-
ments of reaction speeds (time to threshold values in min) and real-time
digital measurements of the template molecules’ ‘fates’ (expressed as nor-
malized digital efficiencies). (A) Plot comparing times to positive in multi-
molecule experiments for standard and elongated BIP and FIP primers
with 5′ ends placed into the secondary structures. N = 9–24; (B) Plot of
normalized relative digital efficiencies for single-molecule experiments us-
ing standard and elongated BIP and FIP primers. N = 3–8. P-values are
above brackets and error bars designate S.E.
considerations are in line with the recommendations listed
in “A Guide to LAMP Primer Designing” (57).
Primer annealing to template depends on each primer’s
Tm and the template’s secondary structure. The interplay
of these two factors is addressed through the concept of
net Tm, which is the temperature at which half of the tem-
plate is bound by the oligonucleotide (59,60). While we do
not know the exact secondary structure of a LAMP am-
plicon under reaction conditions, we modeled the predicted
secondary structure for our amplifying DNA fragment us-
ing NuPack software (56). This modeled secondary struc-
ture appears to be very similar to the published secondary
structure for HCV 5′ UTR RNA (61,62) (Supplementary
Figure S2). It’s possible that making B1c and F1c longer
in LBIP and LFIP not only increased the primers’ Tm (Ta-
ble 1), but also affected their net Tm as a result of position-
ing the B1c and F1c ends into template regions that were
richer in secondary structures (Supplementary Figure S2).
Making B1c and F1c longer may have affected the probabil-
ity of non-paired state at the 5′-end regions of the turn back
primers, which is known to influence amplification (43). If
secondary structures are significantly more abundant in the
template fragments, only empirical testing can verify that
primers work better after optimization via increased calcu-
lated Tm.
In our experiments, for both DOP-LFIP and DOP-LBIP
primer sets, elongation of FIP or BIP primers led to a drop
in digital efficiency compared to the DOP set. For DOP-
LFIP, the digital efficiency dropped by 40% ± 6% (S.E.) of
DOP (P = 2.4 × 10−4) and for DOP-LBIP the digital effi-
ciency dropped by 34% ± 5% (P= 3.7 × 10−3) (Figure 3B).
However, the change in reaction speed was different for the
two primer sets. In the case of elongated BIP, the drop in
efficiency was accompanied by a decrease in speed (longer
time to positive), as would be expected in analogy to qPCR.
Here, time to positive increased from 18.6± 0.1 min to 21.4
Figure 4. Real-time measurements of reaction speeds (time to threshold
values in min) and real-time measurements of single molecule amplifica-
tion fates (expressed as normalized digital efficiencies). (A) Plot compar-
ing times to positive in a well plate for the ‘digitally optimized primers’
set and the DOP set with no loop primers (DOP-NL) and the set with no
loop F primer (DOP-NLF), N = 12–24. (B) Normalized relative digital
efficiencies with DOP and DOP-NL and DOP-NLF. N = 4–8. Significant
P-values are designated above the brackets; error bars are S.E.
± 0.2 min (P = 1.7 × 10−11). Surprisingly, in the amplifica-
tion reaction using elongated FIP, the drop in efficiency was
not accompanied by a change in time to positive; the DOP-
LFIP time to positive was similar toDOP, 18.7± 0.2min (P
= 0.585) (Figure 3A). Thus, reaction speed and digital effi-
ciency do not always correlate in isothermal amplification
reactions.
These results suggest that selecting primers for LAMP
in the recommended Tm ranges isn’t enough to ensure bet-
ter reaction performance, as in one case we observed a
drop in reaction speed and in both cases we observed a de-
creased ability to determine template concentrations with
high sensitivity (detected as a drop in digital efficiency).
Measurements of reaction speed alone did not allow a reli-
able comparison of the tested primers, whereas digital mea-
surements of the cumulative fates of the template molecules
(Figure 3B, Supplementary Figure S3A) provided a tool for
a direct comparison of primers efficiencies. These experi-
ments specifically show that, in some cases, two isothermal
reactions performing at the same speed may differ in their
digital efficiencies.
The effect of loop primer presence on amplification speed and
sensitivity
We compared the effect of loop primers on digital amplifi-
cation efficiency, as well as on the speed of the reaction in
both digital and multi-molecule formats, using the DOP set
and its two variants: the DOP set with no loops (DOP-NL)
and the DOP set with no loop F (DOP-NLF). The DOP-
NL set was significantly slower and about half as efficient
53% ± 2% (S.E.) as the DOP set. The average times to pos-
itive in the reaction with DOP were 18.5 ± 0.1 min, and
those with DOP-NL were 37.4 ± 0.7 min (Figure 4A and
B). This result supports the published observation (13) that
using loop primers improves primarily the speed of the re-
action and also its sensitivity.
When we compared the primer set with no loop F (DOP-
NLF) to the DOP set, which contained both loops, we
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Table 1. Annealing sequences of the standard primer set and the elongated primer variants, the nucleotide sequence, and the predictedmelting temperatures
(Tm) at a standardized concentration of primers
Annealing sequence Nucleotide sequence (5′ to 3′) Tm
F1c of FIP (as in DOP) TCC AAG AAA GGA CCC GGT C 68.4oC
F1c elongated (of FIP) to use in DOP-LFIP GGT TGA TCC AAG AAA GGA CCC GG 70.7oC
F2 (of FIP) T CTG CGG AAC CGG TGA GTA C 70.2oC
F3 CCT CCC GGG AGA GCC ATA G 65.9oC
B1c of BIP (as in DOP) TTGGGCGTGCCCCCGCAAG 73.7oC
B1c elongated (of BIP) to use in DOP-LBIP GAGATTTGGGCGTGCCCCCGCAAG 76.3oC
B2 (of BIP) CAGTACCACAAGGCCTTTCGCGACC 73.7oC
B3 GCACTCGCAAGCACCCTATC 66.0oC
found that the speed of the reaction with DOP-NLF (23.2
± 0.2 min) was about 4.7 min slower than the DOP set (18.5
± 0.1 min; P = 3.1 × 10−4) (Figure 4A). However, surpris-
ingly, the digital efficiencies did not differ significantly be-
tween the DOP and DOP-NLF sets (P = 0.37). This com-
parison of the corresponding reaction efficiencies showed
that the presence of only one loopB primer was sufficient to
maintain the same ability to determine template concentra-
tions with high sensitivity (detected as digital efficiency), as
with both loop primers, despite the drop in reaction speed
(Figure 4B).
The lack of correlation between reaction speed and effi-
ciency in the case of only loopB primer presence in the re-
action mixture may be partially explained by the fact that
the products of loop primer amplification by design (13)
cannot efficiently participate in subsequent exponential am-
plification. Despite having a primary ‘signal amplifying’
function, loop primers still improve digital efficiency (Fig-
ure 4B), which is in agreement with previous work showing
their positive effect on sensitivity (13). For the first time we
show that despite a drop in reaction speed, having just one
loop primer in a reaction mixture is sufficient to maintain
the high digital efficiency seen in experiments containing
both loop primers. Measurements of speed alone did not
allow reliable detection of the changes in sensitivity that re-
sulted from different loop primers being present, whereas
digital measurements of the cumulative fates of the template
molecules (Figure 4B, Supplementary Figure S3B) provided
a tool for a direct detection of the changes. These experi-
ments specifically show that, in some cases, two isothermal
reactions performing at the same digital efficiency may dif-
fer in their reaction speeds.
The effect of using different enzyme mixtures on amplifica-
tion speed and sensitivity
We also tested whether different enzyme mixtures affected
reaction speeds and digital efficiencies in a correlating way.
Reverse transcription adds a few uncertainties to subse-
quent amplification outcomes. First, its efficiency directly
affects the fate of RNA molecules––whether they are re-
verse transcribed and used as cDNA copies in a subsequent
amplification chain, or lost from the template pool. Sec-
ond, the temperature at which different enzymes exhibit op-
timal activity affects the outcome of reverse transcription of
the secondary structure-rich templates (63), especially when
gene-specific primers are used, or when reaction is done as a
one-stepRT-LAMPperformed at 63◦C. Third, reverse tran-
scriptase may interfere with polymerase performance (50),
Figure 5. Comparison of the effect of two different RT-LAMP enzyme
mixtures on amplification using (A) real-time, digital single-molecule and
(B) real-time bulk approaches. (A) Real-time digital measurements of
single-molecule amplification fates and rates in amicrofluidic device shown
as the number of wells that reached a signal threshold over time in each ex-
periment (N = 3). We compared a commercially available enzyme mixture
(EM, blue dashed lines) and an experimental lot of RTx Bst 2.0 enzyme
mixture (red solid lines). (B) Real-time measurements of reaction speeds
(time to threshold in min) in a multi-molecule format. In all enzyme exper-
iments we used DOP primers with an FIP primer identical to the one from
the BPP set. Error bars are S.E. and N = 3.
as reverse transcriptase binds to the primers/DNA com-
plexes and may also exhibit some limited DNA/DNA poly-
merase activity.
We used digital amplification to test an enzyme mixture
of RNAseH active thermostable reverse transcriptase RTx
and Bst 2.0 polymerase enzymes (from NEB). Our prelimi-
nary check of performance of this enzyme mixture showed
later times to positive compared to an analogous reaction
using a commercial enzyme mixture (EM, from EIKEN).
However, when we tested how many HCV RNA templates
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were correctly detected from a known number of loaded
RNA templates, we discovered that despite being slower
than EM, the RTx Bst 2.0 enzyme mixture provided higher
digital efficiency (Figure 5). These data show once again
that isothermal reaction speed and efficiency do not al-
ways correlate, and could be untangled using digital mea-
surements of the cumulative fates and rates of the template
molecules (Figure 5A, Supplementary Figure S3C), but not
using multi-molecule format alone.
Characterizing ‘digitally optimized primers’ (DOP) and ‘best
published primers’ (BPP) using digital experiments and ex-
periments in a multi-molecule format
To address whether digital efficiency correlates with analyt-
ical sensitivity (measured using a multi-molecule format),
we compared the DOP set to a set of primers taken from
the literature for HCV 5′ UTR RNA, which we refer to as
‘best published primers’ (BPP) (58). We used digital mea-
surements of efficiency, and real-time digital measurements
of both efficiency and reaction speed. We also did real-time
kinetic measurements of reaction speed and determined an-
alytical sensitivity (determined as the limit of detection,
LOD) in a multi-molecule format using standard PCR well
plates for each condition. We found good agreement be-
tween digital efficiency and LOD measured in well plates
for both the DOP and BPP sets. The normalized BPP digi-
tal efficiency measured in a microfluidic device was 34% of
the DOP digital efficiency (Figure 6A) (P = 1.05 × 10−6).
In the multi-molecule format, the LOD for the BPP set was
determined to be 75 template copies/10 l, while the LOD
for DOP set was found to be 18 copies/10 l (Figure 6C).
The LOD values in PCR well plates and the digital effi-
ciencies measured in microfluidic devices correlated well in
this example. At a very low template concentration of ∼1.2
copy/10 l, the DOP set enabled detection of 44% of the
wells in the well plates; whereas there were no positive sig-
nals detected at the same template concentration with the
BPP set (Figure 6C), which is a result of the higher analyti-
cal sensitivity of the DOP set.
To ensure that in all cases the results of the reactions in
digital format were in accordance with those of reactions
performed in a multi-molecule format, we measured the ab-
solute time of the reaction in both formats (Figure 6D). The
single-molecule enzymatic reaction start time was stochas-
tic. Due to heterogeneity among the rates of amplification
of different template molecules (Supplementary Figure S3),
the reported ‘time to positive’ in the digital experiments was
defined as the time to the first positive well (fluorescent sig-
nal) in a microfluidic device that was immediately followed
by a subsequent series of signals from other positive wells.
We found that for all primers used in our experiments un-
der similar conditions, the times to positive in a digital for-
mat in a microfluidic device correlated well with the times
to positive in multi-molecule reactions performed in a PCR
well plate (Figure 6D). Our data indicate that the digital for-
mat resulted in a faster readout (Figure 6D), which is con-
sistent with the higher concentration of template molecules
in the digital reactions. While we started with identical so-
lutions for multi-molecule and digital experiments, the ef-
fective concentration of single template molecules confined
Figure 6. (A) The digital efficiency of the ‘best published primers’ (BPP)
and the no loop F (DOP-NLF) sets normalized to the ‘digitally optimized
primers’ (DOP) set,N= 6. (B) Normalized fluorescence intensity over time
for amplification using the BPP (orange lines), DOP (blue lines) and DOP-
NLF (green dashed lines) sets,N= 3. (C) Percent of positive wells in a PCR
well plate at different template concentrations with the DOP and BPP sets
(N indicated above each bar). (D) Measured times to positive of LAMP
reactions in a multi-molecule format in PCR well plates (light gray) and in
the digital format on a microfluidic device (dark gray) for all primer sets.
Error bars indicate S.E., N = 4–8 in digital; N = 16–40 for well plates.
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in microfluidic wells on a digital microfluidic device was
∼5 times higher than the concentration of the templates
in corresponding reactions performed in a PCR well plate,
because ∼ 80% of wells on the digital device lacked tem-
plate molecules and therefore all of the template molecules
were concentrated into ∼20% of the wells. This correla-
tion (Figure 6D) between the times to positive of multi-
molecule reactions and earliest amplification reactions in
corresponding digital experiments (40) is consistent with
the ‘winner takes all’ dynamics in multi-molecule amplifi-
cation: the products of the first few successful amplifica-
tion events become the primary source of amplicons for
subsequent exponential reactions. We also plotted the av-
erage times to threshold values for BPP, DOP and DOP-
NLF sets (Figure 6B) to illustrate that the relative efficiency
of a primer set cannot be deduced through reaction speed
alone. Time to positive signal was shorter for DOP (18.5
± 0.1 min) compared to BPP (21.9 ± 0.2 min) sets, but the
DOPNLF set had a longer time to positive (23.2± 0.2min),
although the DOP NLF set had the same efficiency as the
DOP set (Figure 4B).
Digitally optimized primers had better analytical sensi-
tivity compared to the best published primers set. The LOD
for the DOP set was 18 molecules in 10 l, while the LOD
for the BPP set was 75 template molecules in 10 l. How-
ever, in our multi-molecule format experiments, before we
could determine these LOD values with statistical signifi-
cance we had to test 99 PCR wells for the DOP set and 103
PCRwell plate wells for the BPP set. In contrast, in the dig-
ital experiments comparing DOP and BPP sets, just one de-
vice per condition was enough to observe clear differences
in the sensitivity of detection of loaded templates, and ad-
ditional replicates confirmed statistical significance.
DISCUSSION
Isothermal reactions provide a useful tool for nucleic acid
amplification tests, particularly in point-of-care settings.
Designing reliable tests requires finding the best isother-
mal amplification primer variants and reaction conditions.
The digital format provides an invaluable tool for assess-
ing the efficiency of an isothermal amplification reaction
by directly detecting the percentage of successfully ampli-
fied template molecules from the known number of loaded
template molecules. Our results show that digital efficiency
correlates with analytical sensitivity, and that amplification
reaction speed in a digital format correlates with reaction
speed in amulti-molecule format (e.g. in a PCRwell plate or
tube). Thus, observations made about digital efficiency and
reaction speed in nanoliter-scale volumes are directly appli-
cable to the same reactions performed in a large-volume,
multi-molecule format.
Applying the digital method to isothermal amplification
experiments revealed a number of surprising results that
contradict the intuition derived from qPCR experiments.
First, and perhaps most interestingly, reaction speed does
not correlate with digital efficiency (and analytical sensitiv-
ity) in isothermal amplification reactions. Specifically, test-
ing FIP andBIP primer variants showed that the digital effi-
ciency in one-step RT-LAMP reactions may be significantly
higher for one of the tested primer variants, even without an
observed change in the speed of the reaction (Figure 3). We
also found a lack of correlation between speed and sensi-
tivity (digital efficiency) in the experiments using different
enzymes mixtures, where we observed reactions with higher
digital efficiency having substantially longer times to posi-
tive (Figure 5).
Digital experiments confirmed that the presence of two
loop primers in the LAMP reaction mixture slightly im-
proved sensitivity to determine template concentration, in
addition to their primary function of accelerating the accu-
mulation of amplification products (13). However, an un-
expected result was that having just one loop primer in a
reaction mixture was sufficient to maintain the same im-
proved digital efficiency, despite the expected partial drop in
reaction speed compared to reactions containing both loops
(Figure 4).
We conclude that the well-known qPCR approach for
selecting optimal primers and conditions based on earlier
times to positive is not applicable to all isothermal am-
plification reactions. In all of the reaction conditions we
tested, deriving conclusions about optimization based only
on observed changes in reaction speed could have been mis-
leading. As a consequence, a kinetic-based evaluation of an
isothermal reaction’s performance (e.g. an evaluation based
on the proposed isothermal doubling time (IDT) parameter
(42)), would not discriminate between a slow, sensitive reac-
tion, and a less sensitive (e.g. inhibited) reaction. Therefore,
faster reaction speed is not an appropriate way to determine
better reaction conditions or primers in the case of isother-
mal amplification reactions. Detailed analyses of optimiza-
tion processes are typically not reported for new assays. The
final analytical sensitivities of newly developed isothermal
assays are either reported through LOD (64) or more typ-
ically evaluated by using 10-fold serial template dilutions
that are then compared to the sensitivities of a standard
PCR method as a way to demonstrate the value of each de-
veloped isothermal test (65–67).
An alternative approach to accurately evaluate different
primer variants or conditions used in isothermal reactions
is to perform experiments to estimate a limit of detection
(LOD) (5) in a multi-molecule format for each introduced
change in reaction conditions. However, this approach has a
number of disadvantages: (i) sometimes a single introduced
change in conditions may only slightly affect analytical sen-
sitivity (ii) some introduced changes may have cumulative
or interactive effects on analytical sensitivity, (iii) LOD ex-
periments are not easy to perform at low dilutions especially
for RNA due to its potential degradation, (iv) experiments
must be done side-by-side for both tested conditions to ex-
clude variation related to reagent freshness and reaction se-
tups, and (v) a large number of replicates is required to es-
tablish statistical power.
Using digital methods during optimization can be a
reliable tool for finding primers and conditions that al-
low the best analytical sensitivity in a standard multi-
molecule format––providing faster results and requiring
lower replication. To further illustrate the advantage of dig-
ital measurements in optimization, we performed a back-
of-envelope analysis of a question: How many experimen-
tal replicates are needed (i.e. what is the ‘sample size’ nec-
essary) to distinguish a change in digital efficiency (Target
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Difference, TD) between two reaction conditions in a digi-
tal format? We sought to answer this question in a way that
would be applicable to both single-molecule amplification
(e.g. digital formats) and multi-molecule amplification (e.g.
in a PCR tube or well plate). In both cases, we calculated
the minimum number of replicates (N) required to differen-
tiate with statistical power which reaction had higher digital
efficiency.
First, in the context of digital experiments, we calculated
the standard deviation for the number of positive wells in a
single device (39,68,69). For a device with 1280 wells of 3 nl
and a concentration of 5 × 104 molecules/ml, the standard
deviation  of ln() is 0.075 (Equation 1):
σ = 1
λν
√
n
eνλ−1
(1)
Here,  is the concentration in molecules/ml,  is the well
volume inml, and n is the total number of wells in the digital
device. We calculated TD as an absolute difference between
the natural logarithms of two measured efficiencies (for this
example a 20% difference in efficiency was selected). Next,
we calculated the standardized difference, SD= 2.98, from:
SD = TD
σ
(2)
Finally, we calculated the minimum number of experi-
mental replicates (N) required to achieve the TD (70):
N = 2
SD2
× Cp,power (3)
Here, Cp,power, a constant defined by the combination of
P-value (typically set to 0.05) and statistical power (set to
95%), is equal to 13.0 (70). Under these assumptions, N
∼ 3 (2.93), or only three SlipChip devices for each of the
two conditions being compared are necessary to establish
a 20% difference in detection efficiency between these reac-
tions with 95% confidence and a P-value of 0.05. To estab-
lish a 25% difference in efficiency with the same parameters,
we would need only N ∼2 (1.76) SlipChip devices.
Next, using the same approach, we calculated the theoret-
ical number of replicates needed to achieve this level of sta-
tistical power in a standard, multi-molecule reaction when
using∼ 1 template copy per reaction (Equations 1-3). If one
uses 10 wells (of 10 l each in a well plate) per experiment,
each loaded with 1 template molecule/well, 90 independent
trials would be necessary, for a total of 900 reactions per
condition (or 9 trials using 100 tubes each) which is im-
practical. Pragmatically, experiments are not done on this
scale and therefore it has not been possible to optimize re-
actions by directly measuring small differences in detection
efficiency, whereas digital experiments open this possibility.
The digital format provides accurate measurements of re-
action efficiency, independent of reaction speed and we sug-
gest that it provides an efficient tool for optimizing new as-
says based on isothermal amplification reactions. Isother-
mal amplifications chemistries beyond RT-LAMP should
also be tested for the lack of correlation between reaction
speeds and analytical sensitivities. We anticipate that digi-
tal methods will be useful both to understand mechanistic
details of various isothermal amplification reactions and to
improve these reactions for practical applications.
SUPPLEMENTARY DATA
Supplementary Data are available at NAR Online.
ACKNOWLEDGEMENTS
We thank Dr Nathan Tanner for providing the New Eng-
land Biolabs enzyme system RTx Bst 2.0 specially designed
for performingRT-LAMP reactions in one step;MatthewS.
Curtis for HCV LAMP amplicon secondary structure pre-
dictions; Jesus Rodriguez-Manzano for his advice and help
with bioinformatics and for independent validation experi-
ments; andNatasha Shelby for contributions to writing and
editing this manuscript.
FUNDING
DARPA Cooperative Agreement No. HR0011-11-2-0006,
National Institutes of Health [R01EB012946]; NIH Di-
rector’s Pioneer Award DP1OD003584; NIH NRSA
[5T32GM07616NSF to D.A.S.]; Caltech Innovation Initia-
tive CI2. The content of this article does not necessarily
reflect the position or the policy of the Government, and
no official endorsement should be inferred. Funding for
open access charge: DARPA Cooperative Agreement No.
HR0011-11-2-0006.
Conflict of interest statement.Rustem F. Ismagilov has a fi-
nancial interest in SlipChip Corp.
REFERENCES
1. Heid,C.A., Stevens,J., Livak,K.J. and Williams,P.M. (1996) Real time
quantitative PCR. Genome Res., 6, 986–994.
2. Higuchi,R., Dollinger,G., Walsh,P.S. and Griffith,R. (1992)
Simultaneous amplification and detection of specific DNA sequences.
Biotechnology, 10, 413–417.
3. Pfaffl,M. (2004) In: Bustin,SA (ed). A-Z of Quantitative PCR.
International University Line (IUL) La Jolla, CA, pp. 87–112.
4. Nolan,T. and Bustin,S.A.(2013) PCR Technology: Current
Innovations. 3rd edn. CRC Press, Boca Raton, FL.
5. Bustin,S.A., Benes,V., Garson,J.A., Hellemans,J., Huggett,J.,
Kubista,M., Mueller,R., Nolan,T., Pfaffl,M.W., Shipley,G.L. et al.
(2009) The MIQE guidelines: minimum information for publication
of quantitative real-time PCR experiments. Clin. Chem., 55, 611–622.
6. Schmittgen,T.D. (2001) Real-time quantitative PCR.Methods, 25,
383–385.
7. Klein,D. (2002) Quantification using real-time PCR technology:
applications and limitations. Trends Mol. Med., 8, 257–260.
8. Wittwer,C., Hahn,M. and Nakagawara,K. (2004) Rapid Cycle
Real-time PCR: Methods and Applications. Springer, Heidelberg.
9. Tichopad,A., Dilger,M., Schwarz,G. and Pfaffl,M.W. (2003)
Standardized determination of real-time PCR efficiency from a single
reaction set-up. Nucleic Acids Res., 31, e122.
10. Gill,P. and Ghaemi,A. (2008) Nucleic acid isothermal amplification
technologies: a review. Nucleos. Nucleot. Nucl., 27, 224–243.
11. Kim,J. and Easley,C.J. (2011) Isothermal DNA amplification in
bioanalysis: strategies and applications. Bioanalysis, 3, 227–239.
12. Yan,L., Zhou,J., Zheng,Y., Gamson,A.S., Roembke,B.T.,
Nakayama,S. and Sintim,H.O. (2014) Isothermal amplified detection
of DNA and RNA.Mol. Biosyst., 10, 970–1003.
13. Nagamine,K., Hase,T. and Notomi,T. (2002) Accelerated reaction by
loop-mediated isothermal amplification using loop primers.Mol.
Cell. Probe, 16, 223–229.
 at California Institute of Technology on M
arch 24, 2016
http://nar.oxfordjournals.org/
D
ow
nloaded from
 
PAGE 11 OF 12 Nucleic Acids Research, 2016, Vol. 44, No. 2 e10
14. Piepenburg,O., Williams,C.H., Stemple,D.L. and Armes,N.A. (2006)
DNA detection using recombination proteins. PLoS Biol., 4,
1115–1121.
15. Tomita,N., Mori,Y., Kanda,H. and Notomi,T. (2008) Loop-mediated
isothermal amplification (LAMP) of gene sequences and simple
visual detection of products. Nat. Protoc., 3, 877–882.
16. Tanner,N.A. and Evans,T.C. Jr (2014) Current Protocols in Molecular
Biology. Wiley Online Library, Vol. 105, Unit 15.14.11–14.
17. Goto,M., Honda,E., Ogura,A., Nomoto,A. and Hanaki,K.-I. (2009)
Colorimetric detection of loop-mediated isothermal amplification
reaction by using hydroxy naphthol blue. Biotechniques, 46, 167–172.
18. Mori,Y., Kitao,M., Tomita,N. and Notomi,T. (2004) Real-time
turbidimetry of LAMP reaction for quantifying template DNA. J.
Biochem. Biophys. Methods, 59, 145–157.
19. Craw,P. and Balachandran,W. (2012) Isothermal nucleic acid
amplification technologies for point-of-care diagnostics: a critical
review. Lab Chip, 12, 2469–2486.
20. Crannell,Z.A., Rohrman,B. and Richards-Kortum,R. (2014)
Quantification of HIV-1 DNA using real-time recombinase
polymerase amplification. Anal. Chem., 86, 5615–5619.
21. Weusten,J.J.A.M., Carpay,W.M., Oosterlaken,T.A.M., van
Zuijlen,M.C.A. and van de Wiel,P.A. (2002) Principles of
quantitation of viral loads using nucleic acid sequence-based
amplification in combination with homogeneous detection using
molecular beacons. Nucleic Acids Res., 30, e26.
22. Nilsson,M., Gullberg,M., Dahl,F., Szuhai,K. and Raap,A.K. (2002)
Real-time monitoring of rolling-circle amplification using a modified
molecular beacon design. Nucleic Acids Res., 30, e66.
23. Kopp,M.U., de Mello,A.J. and Manz,A. (2000) Continuous flow
PCR on a chip. Science, 280, 1046–1048.
24. Witters,D., Sun,B., Begolo,S., Rodriguez-Manzano,J., Robles,W. and
Ismagilov,R.F. (2014) Digital biology and chemistry. Lab Chip, 14,
3225–3232.
25. Baker,M. (2012) Digital PCR hits its stride. Nat. Methods, 9,
541–544.
26. Tjhung,K.F., Burnham,S., Anany,H., Griffiths,M.W. and Derda,R.
(2014) Rapid enumeration of phage in monodisperse emulsions. Anal.
Chem., 86, 5642–5648.
27. Huggett,J.F., Foy,C.A., Benes,V., Emslie,K., Garson,J.A., Haynes,R.,
Hellemans,J., Kubista,M., Mueller,R.D., Nolan,T. et al. (2013) The
digital MIQE guidelines: minimum information for publication of
quantitative digital PCR experiments. Clin. Chem., 59, 892–902.
28. White,R., Blainey,P., Fan,H.C. and Quake,S. (2009) Digital PCR
provides sensitive and absolute calibration for high throughput
sequencing. BMC Genomics, 10, 116–128.
29. Whale,A.S., Huggett,J.F., Cowen,S., Speirs,V., Shaw,J., Ellison,S.,
Foy,C.A. and Scott,D.J. (2012) Comparison of microfluidic digital
PCR and conventional quantitative PCR for measuring copy number
variation. Nucleic Acids Res., 40, e82.
30. Hatch,A.C., Fisher,J.S., Tovar,A.R., Hsieh,A.T., Lin,R.,
Pentoney,S.L., Yang,D.L. and Lee,A.P. (2011) 1-Million droplet
array with wide-field fluorescence imaging for digital PCR. Lab Chip,
11, 3838–3845.
31. Shen,F., Davydova,E.K., Du,W., Kreutz,J.E., Piepenburg,O. and
Ismagilov,R.F. (2011) Digital isothermal quantification of nucleic
acids via simultaneous chemical initiation of recombinase polymerase
amplification reactions on SlipChip. Anal Chem., 83, 3533–3540.
32. Selck,D.A., Karymov,M.A., Sun,B. and Ismagilov,R.F. (2013)
Increased robustness of single-molecule counting with microfluidics,
digital isothermal amplification, and a mobile phone versus real-time
kinetic measurements. Anal Chem., 85, 11129–11136.
33. Gansen,A., Herrick,A.M., Dimov,I.K., Lee,L.P. and Chiu,D.T.
(2012) Digital LAMP in a sample self-digitization (SD) chip. Lab
Chip, 12, 2247–2254.
34. Jarvius,J., Melin,J., Goransson,J., Stenberg,J., Fredriksson,S.,
Gonzalez-Rey,C., Bertilsson,S. and Nilsson,M. (2006) Digital
quantification using amplified single-molecule detection. Nat.
Methods, 3, 725–727.
35. Sun,B., Shen,F., McCalla,S.E., Kreutz,J.E., Karymov,M.A. and
Ismagilov,R.F. (2013) Mechanistic evaluation of the pros and cons of
digital RT-LAMP for HIV-1 viral load quantification on a
microfluidic device and improved efficiency via a two-step digital
protocol. Anal. Chem., 85, 1540–1546.
36. MacDougall,D. and Crummett,W.B. (1980) Guidelines for data
acquisition and data quality evaluation in environmental chemistry.
Anal. Chem., 52, 2242–2249.
37. Doyle,T., Smith,C., Vitiello,P., Cambiano,V., Johnson,M., Owen,A.,
Phillips,A.N. and Geretti,A.M. (2012) Plasma HIV-1 RNA detection
below 50 copies/ml and risk of virologic rebound in patients receiving
highly active antiretroviral therapy. Clin. Infect. Dis., 54, 724–732.
38. Gandhi,R.T. and Deeks,S.G. (2012) Plasma HIV-1 RNA levels
during antiretroviral therapy: how low is low enough? Clin. Infect.
Dis., 54, 733–735.
39. Shen,F., Sun,B., Kreutz,J.E., Davydova,E.K., Du,W., Reddy,P.L.,
Joseph,L.J. and Ismagilov,R.F. (2011) Multiplexed quantification of
nucleic acids with large dynamic range using multivolume digital
RT-PCR on a rotational SlipChip tested with HIV and hepatitis C
viral load. J. Am. Chem. Soc., 133, 17705–17712.
40. Sun,B., Rodriguez-Manzano,J., Selck,D.A., Khorosheva,E.,
Karymov,M.A. and Ismagilov,R.F. (2014) Measuring fate and rate of
single-molecule competition of amplification and restriction
digestion, andits use for tapid genotyping tested with hepatitis C viral
RNA. Angew. Chem. Int. Ed., 53, 8088–8092.
41. Bustin,S.A. and Nolan,T. (2013) In: Saunders,N and Lee,M (eds).
Real-time PCR: Advanced Technologies and Applications. Horizon
Scientific Pressand Caister Academic Press, Poole, p. 284.
42. Nixon,G.J., Svenstrup,H.F., Donald,C.E., Carder,C.,
Stephenson,J.M., Morris-Jones,S., Huggett,J.F. and Foy,C.A. (2014)
A novel approach for evaluating the performance of real time
quantitative loop-mediated isothermal amplification-based methods.
Biomol. Detect. Quantification, 2, 4–10.
43. Kimura,Y., de Hoon,M.J.L., Aoki,S., Ishizu,Y., Kawai,Y., Kogo,Y.,
Daub,C.O., Lezhava,A., Arner,E. and Hayashizaki,Y. (2011)
Optimization of turn-back primers in isothermal amplification.
Nucleic Acids Res., 39, e59.
44. Murakami,T., Sumaoka,J. and Komiyama,M. (2009) Sensitive
isothermal detection of nucleic-acid sequence by primer
generation-rolling circle amplification. Nucleic Acids Res., 37, e19.
45. Walker,G.T., Fraiser,M.S., Schram,J.L., Little,M.C., Nadeau,J.G.
and Malinowski,D.P. (1992) Strand displacement amplification: An
isothermal, in vitro DNA amplification technique. Nucleic Acids Res.,
20, 1691–1696.
46. Vincent,M., Xu,Y. and Kong,H.M. (2004) Helicase-dependent
isothermal DNA amplification. EMBO Rep., 5, 795–800.
47. Uemori,T., Mukai,H., Takeda,O., Moriyama,M., Sato,Y.,
Hokazono,S., Takatsu,N., Asada,K. and Kato,I. (2007) Investigation
of the molecular mechanism of ICAN, a novel gene amplification
method. J. Biochem., 142, 283–292.
48. Notomi,T., Okayama,H., Masubuchi,H., Yonekawa,T., Watanabe,K.,
Amino,N. and Hase,T. (2000) Loop-mediated isothermal
amplification of DNA. Nucleic Acids Res., 28, e63.
49. Parida,M., Posadas,G., Inoue,S., Hasebe,F. and Morita,K. (2004)
Real-time reverse transcription loop-mediated isothermal
amplification for rapid detection of West Nile virus. J. Clin.
Microbiol., 42, 257–263.
50. Suslov,O. and Steindler,D.A. (2005) PCR inhibition by reverse
transcriptase leads to an overestimation of amplification efficiency.
Nucleic Acids Res., 33, e181.
51. Tanaka,Y., Kimura,Y., Mitani,Y., Kawai,Y., Lezhava,A., Noma,S.,
Tagami,M., Kawai,J., Hayashizaki,Y. and Usui,K. (2010) Effects of
the turn-back primer on intermediate product generation in
isothermal DNA amplification. Biotechniques, 49, 888–892.
52. Gandelman,O., Jackson,R., Kiddle,G. and Tisi,L. (2011)
Loop-mediated amplification accelerated by stem primers. Int. J.
Mol. Sci., 12, 9108–9124.
53. Meng,S. and Li,J. (2010) A novel duplex real-time reverse
transcriptase-polymerase chain reaction assay for the detection of
hepatitis C viral RNA with armored RNA as internal control. Virol.
J., 7, 1–9.
54. Du,W., Li,L., Nichols,K.P. and Ismagilov,R.F. (2009) SlipChip. Lab
Chip, 9, 2286–2292.
55. Shen,F., Du,W., Kreutz,J.E., Fok,A. and Ismagilov,R.F. (2010)
Digital PCR on a SlipChip. Lab Chip, 10, 2666–2672.
56. Zadeh,J.N., Steenberg,C.D., Bois,J.S., Wolfe,B.R., Pierce,M.B.,
Khan,A.R., Dirks,R.M. and Pierce,N.A. (2011) NUPACK: Analysis
and design of nucleic acid systems. J. Comput. Chem., 32, 170–173.
 at California Institute of Technology on M
arch 24, 2016
http://nar.oxfordjournals.org/
D
ow
nloaded from
 
e10 Nucleic Acids Research, 2016, Vol. 44, No. 2 PAGE 12 OF 12
57. Eiken Chemical Co Ltd. (2014) A Guide to LAMP primer designing
(PrimerExplorer V4)
58. Kargar,M., Askari,A., Doosti,A. and Ghorbani-Dalini,S. (2012)
Loop-mediated isothermal amplification assay for rapid detection of
hepatitis C virus. Indian J. Virol., 23, 18–23.
59. SantaLucia,J. and Hicks,D. (2004) The thermodynamics of DNA
structural motifs. Annu. Rev. Biophys. Biomol. Str., 33, 415–440.
60. Peyret,N. (2000) Prediction of nucleic acid hybridization: parameters
and algorithms. Ph.D. thesis, Wayne State University, Detroit, MI.
61. Beales,L.P., Rowlands,D.J. and Holzenburg,A. (2001) The internal
ribosome entry site (IRES) of hepatitis C virus visualized by electron
microscopy. RNA, 7, 661–670.
62. Honda,M., Ping,L.H., Rijnbrand,R.C.A., Amphlett,E., Clarke,B.,
Rowlands,D. and Lemon,S.M. (1996) Structural requirements for
initiation of translation by internal ribosome entry within
genome-length hepatitis C virus RNA. Virology, 222, 31–42.
63. Fuchs,B., Zhang,K.B., Rock,M.G., Bolander,M.E. and Sarkar,G.
(1999) High temperature cDNA synthesis by AMV reverse
transcriptase improves the specificity of PCR.Mol. Biotech., 12,
237–240.
64. Dittrich,S., Castonguay-Vanier,J., Moore,C.E., Thongyoo,N.,
Newton,P.N. and Paris,D.H. (2014) Loop-mediated isothermal
amplification for Rickettsia typhi (the causal agent of murine typhus):
problems with diagnosis at the limit of detection. J. Clin. Microbiol.,
52, 832–838.
65. Aryan,E., Makvandi,M., Farajzadeh,A., Huygen,K., Bifani,P.,
Mousavi,S.-L., Fateh,A., Jelodar,A., Gouya,M.-M. and Romano,M.
(2010) A novel and more sensitive loop-mediated isothermal
amplification assay targeting IS6110 for detection of Mycobacterium
tuberculosis complex.Microbiol. Res., 165, 211–220.
66. Kaewphinit,T., Arunrut,N., Kiatpathomchai,W., Santiwatanakul,S.,
Jaratsing,P. and Chansiri,K. (2013) Detection of Mycobacterium
tuberculosis by using loop-mediated isothermal amplification
combined with a lateral flow dipstick in clinical samples. Biomed. Res.
Int. , 55 , 159–164.
67. Yang,B.-Y., Liu,X.-L., Wei,Y.-M., Wang,J.-Q., He,X.-Q., Jin,Y. and
Wang,Z.-J. (2014) Rapid and sensitive detection of human astrovirus
in water samples by loop-mediated isothermal amplification with
hydroxynaphthol blue dye. BMCMicrobiol., 14, 38–45.
68. Hurley,M.A. and Roscoe,M.E. (1983) Automated statistical analysis
of microbial enumeration by dilution series. J. Appl. Bacteriol., 55,
159–164.
69. Kreutz,J.E., Munson,T., Huynh,T., Shen,F., Du,W. and
Ismagilov,R.F. (2011) Theoretical design and analysis of multivolume
digital assays with wide dynamic range validated experimentally with
microfluidic digital PCR. Anal. Chem., 83, 8158–8168.
70. Whitley,E. and Ball,J. (2002) Statistics review 4: Sample size
calculations. Crit. Care, 6, 335–341.
 at California Institute of Technology on M
arch 24, 2016
http://nar.oxfordjournals.org/
D
ow
nloaded from
 
